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ABSTRACT 


Two  techniques  for  enhancing  the  potential  of  high  frequency  moire  interferometry  are 
investigated.  A  high  frequency  Ronchi  grating  is  transferred  from  a  suitably  processed 
silicon  wafer  to  a  test  specimen.  Results  indicate  that  the  grating  can  be  used  to  vary 
sensitivity,  and  that  gratings  of  nearly  any  shape  and  size  can  be  deposited  on  the 
surface  of  a  specimen.  Further  work  is  suggested  to  refine  the  technique.  In  addition, 
an  automated  approach  for  measuring  surface  displacement  using  moire  interferometry  is 
described.  The  method  relies  on  the  introduction  of  a  carrier  fringe  pattern  to  achieve 
fringe  linearization,  and  the  application  of  image  digitization  and  computer  analysis  to 
determine  the  magnitude  and  direction  of  a  specific  displacement  component. 
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High  frequency  noire  interferometry  is  a  highly  sensitive  full-field  optical  method  useful 
for  measurement  of  surface  displacement  tl-3).  The  technique  requires  that  a  reflective 
high-frequency  phase-typo  grating  be  transferred  from  a  mold  to  the  surface  of  the 
specimen.  The  mold  may  be  produced  optically  by  exposing  a  photographic  plate  to  the 
standing  wave  interference  pattern  produced  at  the  intersection  of  two  plane  coherent 
wavefronts.  A  thin  reflective  material  is  deposited  on  the  regularly  corrugated  surface 
of  the  mold  and  this  coating  is  transferred  to  the  specimen  using  an  epoxy  adhesive.  When 
the  specimen  is  appropriately  illuminated,  the  interference  of  the  deposited  grating  with 
a  reference  grating  having  twice  the  spatial  frequency  yields  a  moire  pattern  that  can  be 
analyzed  to  measure  a  selected  component  of  displacement.  Since  the  mold  is  produced 
through  optical  interference,  the  specimen  grating  diffracts  all  usable  light  energy  into 
the  first  orders,  thereby  fixing  sensitivity  and  limiting  the  range  over  which 
displacements  can  be  measured. 


/ 


Prior  research  in  conventional  moire  has  demonstrated  that  multiple  diffraction  orders  can 
be  obtained  by  transferring  a  Ronchi  grating  to  a  test  part  [4,5].  The  molds  used  in 
these  investigations  are  of  relatively  low  spatial  frequencies  (20-40  lines/mm)  as 
compared  with  those  commonly  used  in  high  frequency  moire  (typically  1000-2000  lines/mm), 
but  fringe  multiplications  of  fifty  have  been  reported  (using  the  positive  and  negative 
twenty-fifth  orders).  A  portion  of  the  present  study  explores  the  use  of  a  suitably 
processed  silicon  wafer  as  a  mold  for  transferring  a  high  frequency  Ronchi  grating  to  the 
specimen  surface.  The  multiple  diffraction  orders  provide  a  means  of  varying  the 
sensitivity  in  areas  of  high  strain  gradients. 


In  other  prior  related  research,  interferometric  moire  patterns  are  produced  by  double 
exposure.  In  this  technique,  a  carrier  fringe  pattern  associated  with  a  structural 
component  in  an  "initial"  state  is  superimposed  on  a  modulated  carrier  pattern  associated 
with  the  component  in  a  "loaded"  state  (1-3J.  More  recent  worJc  has  shown  that 
interferometric  moire  patterns  can  be  recorded  in  real-time  using  a  holographic/ f iber 
optic  recording  system.  In  this  approach,  a  holo-camera  is  used  to  store  information 
corresponding  to  the  "undeformed"  condition  of  the  structural  component  [6).  The 
advantage  of  the  real  time  approach  over  the  earlier  double  exposure  technique  is  that  the 
investigator  is  able  to  continuously  measure  full-field  displacements  during  the  loading 


process . 
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A  major  factor  inhibiting  full  exploitation  of  the  real  time  moire  interferometric 
technique  is  the  difficulty  of  getting  quantitative  results  from  the  interf erograms. 
Indeed,  by  itself  the  interferogram  does  not  even  contain  sufficient  information  to 
determine  the  sign  of  the  displacement  component  being  measured.  However,  the  real 
difficulty  is  that  in  practical  cases  the  interference  patterns  obtained  are  frequently  so 
complex  that,  even  if  the  sign  of  the  displacements  were  known,  a  skilled  analyst  could 
obtain  quantativc  results  only  with  the  expenditure  of  considerable  time  and  effort. 
Therefore,  if  moire  interferometry  is  to  be  commonly  used  as  a  measurement  tool,  some 
method  of  simplifying  the  analysis  of  interferograms  must  be  developed.  As  suggested  in 
reference  6,  this  simplification  can  be  attained  through  image  jrocessing  and  computer 
analysis. 

One  method  for  automating  the  process  of  analyzing  moire  interferograms  is  discussed  in 
the  present  study.  The  problem  of  determining  the  sign  of  the  displacement,  as  well  as 
the  need  to  produce  a  monotonic  phase  change  across  the  surface  under  observation,  is 
solved  by  utilizing  the  method  of  carrier  fringes.  A  set  of  programs  has  been  written  so 
that  a  camera/computer  system  can  view  fringe  patterns  produced  through  moire 
interferometry  and,  with  a  knowledge  of  the  phase  characteristics  of  the  carrier,  measure 
surface  deformation. 


INTERFEROMETRIC  MOIRE 

In  high  frequency  moire  interferometry,  the  surface  displacement  is  related  to  the  moire 
fringe  pattern  by  the  equation 


U  =  (l/f)N  (1) 


where  U  is  the  displacement  component  measured  perpendicular  to  the  lines  in  the  reference 
grating,  f  is  the  spatial  frequency  (the  reciprocal  of  the  distance  between  lines  in  the 
reference  grating,  usually  defined  as  its  pitch,  p) ,  and  N  is  the  order  number  assigned  to 
fringes  in  the  pattern.  The  pitch  of  the  referenc  -  grating  defines  the  sensitivitv  of  the 
technique. 

In  general,  the  reference  grating  is  created  in  space  by  two  interfering  plane  wavefronts 
(say  W  and  W^)  of  coherent  light  (see  Figure  1).  The  frequency  of  the  interference  lines, 
f,  depends  on  the  angle  of  intersection  between  the  normals  to  the  wavefronts,  (shown  as 
2a),  and  is  characterized  by  the  equation: 


f  =  2sin(a)/X  (2) 


where  X  is  the  wavelength  of  the  incident  light. 

A  specimen  grating  is  usually  produced  by  exposing  a  photographic  plate  to  the  zone  of 
interference  shown  in  Figure  1  with  sensitivity  adjusted  to  produce  interference  patterns 
having  twice  the  pitch  of  the  reference  grating.  A  regularly  corrugated  mold  is  produced 
once  the  photographic  plate  is  processed.  This  surface  is  coated  with  a  thin  reflective 
layer  (usually  aluminum),  and  the  layer  is  transferred  to  the  specimen  using  epoxy. 

The  corrugated  surface  of  the  inter ferometrical ly  generated  mold  results  from  nonuniform 
shrinkage  of  tlie  emulsion  of  the  photographic  plate  during  processing.  The  corrugated 
profile  of  the  mold  is  mathematically  described  by  a  cosine  function,  and  the  transfer  to 
a  test  part  results  in  a  "blazed"  specimen  grating  which  displays  only  the  -1  and  *1 
diffraction  orders.  These  orders  arc  combined  using  the  optical  arrangement  shown  in 
Figure  2.  Sensitivity  of  the  measurement  is  fixed  at  half  the  pitch  of  the  specimen 
grating . 


TRANSFERRING  A  IllCII  FREQUENCY  GRATING  FRO.M  A  SILICON  WAFER 

Higher  diffraction  orders  could  be  obtained  if  it  were  possible  to  transfer  a  Ronchi 
grating  to  the  specimen.  In  the  past,  most  Ronchi  gratings  were  mechanically  ruled  and, 
therefore,  could  not  be  produced  with  a  pitch  comparable  to  that  of  an  interforometrica  1  ly 
generated  grating.  However,  improved  stop  and  repeat  systems  (wafer  steppers)  are  now 
meeting  the  requirements  for  submicron  design  rules  in  the  electronics  industry.  This 
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progress  has  been  driven  by  many  factors  including  improvements  in  lens  design  and 
fabrication,  refinements  in  optical  resists,  and  the  ability  to  retrofit  innovations  into 
existing  machines.  Current  projections  indicate  that  optical  lithography  will  eventually 
be  used  to  produce  IC  devices  with  less  than  0.5  micron  design  rules  [7-lOJ. 

One  of  the  authors  (J.H.B.)  along  with  other  colleagu'-o  worxing  at  ATiT  Bell  Laboratories 
recently  developed  a  deep  ultraviolet  step  and  repeat  system  capable  of  achieving  0.5 
micron  resolution  within  a  14.5  mm  field  under  routine  use,  and  even  higher  resolution 
(0.35  micron)  under  more  limited  conditions  (7,11).  The  major  optical  components  of  the 
stepper  are  shown  in  Figure  3.  Pulsed  laser  light,  from  a  KrF  excimer  laser  at  248.4  nm, 
enters  the  stepper  through  the  diffusing  element  which  serves  to  scatter  the  beam 
spatially,  thereby  improving  the  uniformity  of  the  illumination.  The  light  then  enters 
the  scan  system  which  is  comprised  of  a  scanning  mirror  and  a  lens.  The  mirror  deflects 
the  pulses  into  the  lens  at  different  angles;  the  lens,  in  turn,  focuses  the  pulses  at 
different  points  in  the  source  plane.  Beyond  the  source  plane,  the  light  diverges  to  fill 
the  condenser  and  is  then  focused  into  the  projection  lens.  As  a  result,  the  condenser 
forms  an  image  of  the  source  plane  at  the  entrance  pupil  of  the  projection  lens.  The 
effect  of  scanning  many  pulses  is  to  create  an  extended  source  of  light  which  is  imaged  at 
the  entrance  pupil.  Spatial  coherence  can  be  set  by  controlling  the  extent  of  the  scan. 

The  silicon  wafer  shown  in  Figure  4  was  manufactured  while  initially  testing  this  new 
system.  Each  small  rectangular  area  contains  a  regularly  structured  grating  called  a 
meander  pattern.  The  spacing  and  orientation  of  these  patterns  form  the  basis  for 
evaluating  the  accuracy  of  the  system.  Figure  4  also  shows  the  result  of  illuminating  a 
portion  of  the  wafer  with  an  unexpanded  laser  beam.  Since  the  surface  profile  of  the 
meander  pattern  closely  resembles  a  square  wave,  multiple  diffraction  orders  are  produced. 
The  diffraction  spectrum  is  comprised  of  the  fundamental  frequency  corresponding  to  the 
pitch  of  the  grating  plus  higher  order  harmonics.  A  specimen  grating  created  using  the 
wafer  as  a  mold  also  displays  a  number  of  diffraction  orders  when  illuminated  with  laser 
light.  These  include  the  -1  and  +1  diffraction  orders  used  in  conventional  moire 
interferometry,  plus  additional  orders  produced  by  the  higher  order  harmonics.  The  main 
advantages  of  this  approach  over  the  conventional  moire  interferometric  transfer  technique 
are  that  sensitivity  can  be  varied  by  worlting  with  higher  diffraction  orders,  and  that 
gratings  of  nearly  any  shape  and  size  can  be  generated  and  transferred  to  the  specimen. 
For  example,  variable  sensitivity  may  be  desirable  when  studying  deformations  on  a 
specimen  in  regions  of  high  strain  gradients,  while  a  circular  grating  would  facilitate 
measurement  of  radial  displacements. 

An  effort  was  made  to  transfer  the  surface  profile  of  a  meander  pattern  from  a  wafer  to  a 
specimen  made  out  of  PSM-1  (a  photoelastic  material).  A  thin  layer  of  epoxy  was  applied 
to  a  the  specimen  surface  and  the  specimen  was  placed  epoxy  side  down  on  to  the  top  of  the 
silicon  wafer.  Before  the  epoxy  was  completely  cured,  the  specimen  was  pried  from  the 
wafer  mold.  A  transparent  grating  pattern  was  transferred  to  the  specimen  surface  and  the 
surface  of  the  silicon  wafer  remained  undamaged.  Upon  illumination  with  a  coherent 
source,  multiple  diffraction  orders  were  observed,  and  basic  feasibility  was  established. 

A  second  test  was  conducted  to  transfer  a  reflective  grating  to  the  specimen  in  an  effort 
to  increase  diffraction  efficiency  and  produce  higher  contrast  fringe  patterns.  An 
attempt  to  remove  the  mold  afer  the  epoxy  had  cured  completely  met  with  limited  success, 
since  only  a  portion  of  the  grating  transferred.  One  of  the  major  problems  can  be 
observed  in  Figure  5  which  shows  a  magnified  image  of  a  portion  of  the  specially  prepared 
surface  profile  of  the  wafer.  The  dove-tail  profile  of  the  surface  not  only  made  it 
difficult  to  uniformly  coat  the  wafer  with  a  reflective  coating,  but  prevented  the  release 
of  the  mold  once  the  epoxy  had  cured.  In  addition,  the  meander  patterns  on  the  test  wafer 
shown  in  Figure  4  are  not  all  of  the  same  pitch.  Three  different  spacings  wore  used  to 
test  the  layout  system  capabilities  of  the  stepper  system.  Therefore,  when  the  wafer  is 
used  for  moire  interferometry,  displacements  are  measured  at  different  sensitivities  in 
each  rectangular  area  of  the  grid  transferred  to  the  specimen.  Efforts  are  currently 
underway  to  develop  larger  area,  high  frequency  molds  without  the  undercutting  of  the 
original  wafer  shown  in  Figure  5.  For  example.  Figure  6  shows  the  definition  of  0.5 
micron  equal  lines  and  spaces  etched  into  1.8  microns  of  IIPR-206.  In  this  investigation, 
the  substrate  is  a  device  wafer  with  tantalum  silicide  and  polysilicon  over  field  oxide 
features,  and  the  surface  profile  closely  resembles  a  square  wave. 


DIGITIZATION  AND  COMPUTER  ANALYSIS 

Most  moire  interferometric  fringe  patterns  obtained  in  practical  applications  are  too 
complex  to  be  readily  amenable  to  automated  analysis.  However,  a  carrier  fringe  pattern 
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may  be  used  to  achieve  fringe  linearization.  This  carrier  fringe  technique  has  been 
previously  applied  to  analyze  holo-interferograms  {12-16),  and  involves  superimposing  a 
known  linear  phase  shift  on  the  phase  changes  caused  by  surface  deformation  to  produce  a 
monotonical ly  changing  phase  distribution  across  the  interf erogram.  A  similar  situation 
arises  in  real-time  moire  interferometry  (6).  Fringes  of  the  original  interferogram  are 
reduced  to  "nearly  straight"  fringes  (distortions  in  the  carrier  may  arise  due  to  preload) 
on  which  the  deformation  is  superimposed  as  a  modulation.  Such  fringes  can  be  read  in  by 
a  machine  vision  system.  When  the  fringes  in  the  initial  pattern  are  later  subtracted, 
the  original  information  about  the  deformation  is  retrieved.  In  addition,  the  )tnown  phase 
characteristics  of  the  initial  pattern  allow  unambiguous  determination  of  the  sign  of  the 
displacement  vector. 

The  specimen  shown  in  Figure  7  was  used  to  demonstrate  the  proposed  approach.  Initial  and 
modulated  fringe  patterns,  shown  in  Figures  8  and  9,  respectively,  were  obtained  using  the 
optical  fiber-based  moire  interferometric  recording  system  shown  in  Figure  10.  Figure  8 
contains  information  due  to  the  carrier  and  a  slight  pre-load  on  the  specimen  while  Figure 
9  contains  information  for  the  carrier  and  pre-load  plus  deformation.  In  this 
investigation,  an  interferometrlcal ly  generated  linear  grating  was  deposited  parallel  to 
the  V  axis  shown  on  Figure  7  so  that  in-plane  displacements  would  be  measured  along  the  X 
direction.  The  carrier  pattern  was  Introduced  by  rotating  the  specimen  in  a 
counterclocicwise  direction  around  the  Z  axis.  This  rotational  mismatch  produced  a  Icnown 
phase  shift  between  the  two  wavefronts  diffracted  from  the  specimen  surface. 

The  7  X  7  mm  square  regions,  or  windows,  superimposed  on  Figures  8  and  9  (centered  at  x  « 
9  mm  and  y  «  6  mm)  were  individually  recorded  using  a  CID  camera/digitizer  with  a 
resolution  of  256  by  256  pixels  and  a  grey  scale  range  of  256  levels.  The  analysis  of 
column  128  (the  vertical  center  line  of  the  window)  was  selected  to  illustrate  the 
technique.  Figures  11  and  12  show  intensity  plots  along  this  column  for  the  initial 
pattern  and  the  modulated  pattern,  respectively.  Row  numbers  increase  from  the  bottom  to 
the  top  of  the  digitized  window. 

A  computer  program  was  used  for  analysis.  The  intensity  values  from  the  initial  pattern 
were  put  through  a  fast  Fourier  transform.  Worlting  with  the  spectrum,  the  program  set  up 
a  narrow  passband  centered  around  the  carrier  frequency  (preload  was  assumed  small  when 
compared  to  the  carrier).  All  frequencies  outside  this  passband  were  removed.  The 
program  then  examined  the  spectrum  of  the  modulated  pattern  and  removed  all  high 
frequencies  where  signal  strength  had  fallen  bac)c  to  the  noise  level.  The  resulting  data 
were  then  transformed  bac)c  to  the  spatial  domain  using  an  inverse  fast  Fourier  transform 
to  obtain  smoothed  intensity  distributions.  Next  the  computer  located  the  extrema  of  the 
intensity  distributions  for  each  filtered  fringe  pattern.  This  was  done  by  applying 
standard  methods  of  data  analysis  [17)  to  fit  curves  through  the  data  points,  and  then 
differentiating  to  locate  the  desired  extrema.  Figures  13  and  14  show  plots  of  fringe 
order  versus  row  number  along  the  vertical  centerline  of  the  window  associated  with  the 
Initial  and  modulated  states  of  the  specimen.  Fringe  order  numbers  were  assigned  by 
starting  at  the  boundary  of  the  window  and  labeling  the  first  dar)<  fringe  as  order  0.5. 
Subsequent  fringe  orders  are  assigned  increasing  values  from  the  bottom  to  the  top  of  the 
scan.  This  scheme  assumes  clockwise  rotation  of  the  specimen.  Figure  15  is  a  plot  of 
relative  fringe  order  number  obtained  by  subtracting  fringe  orders  in  the  initial  pattern 
from  those  of  the  modulated  pattern,  taking  into  consideration  a  sign  change  caused  by 
counterclockwise  rotation  of  the  specimen.  The  magnitude  of  the  displacement  component  is 
found  by  substituting  these  relative  fringe  order  numbers  into  Equation  1. 

Absolute  displacement  values  are  measured  when  absolute  fringe  order  numbers  are  known  for 
both  the  initial  and  modulated  patterns.  Once  absolute  fringe  orders  are  assigned  to  the 
initial  pattern,  absolute  orders  can  be  specified  in  the  modulated  pattern  from 
independent  knowledge  of  the  displacement  of  selected  points  (a  fixed  boundary,  etc.),  or 
by  following  one  of  the  fringes  to  its  displaced  location.  Images  of  the  initial  and 
modulated  patterns  can  be  stored  on  video  tape.  Later,  any  two  images  may  be  chosen, 
digitized,  and  numerically  subtracted. 

In  addition  to  the  determination  of  the  sign  of  the  displacement  vector,  the  digital 
approach  outlined  above  has  other  advantages.  For  example,  the  method  requires  a  simpler 
set-up  than  that  previously  reported  for  real  time  analysis;  a  lower  frequency  carrier  can 
be  used  as  compared  to  that  required  for  optical  superposition;  and,  spatial  filti'ring  is 
not  required. 

The  present  study  demonstrated  the  feasibility  for  digitizing  and  automatically  analyzing 
moire  inter ferograms  to  measure  a  single  in-plane  displacement  component.  However,  a 
cross  grating  would  facilitate  the  measurement  of  the  orthogonal  in-plane  comf>onont.  In 


addition,  prior  research  has  demonstrated  that  out-of-plane  displacement  information  can 
also  be  extracted  optically  from  moire  interferograms  117}.  Optical  systems  and  computer 
programs  are  currently  being  developed  to  address  the  tas)t  of  digitally  processing  all 
three  displacement  components. 


RECOMMENDATIONS  AND  CONCLUSIONS 

Some  techniques  for  enhancing  the  potential  of  high  frequency  moire  have  been 
investigated.  For  example,  the  potential  of  transferring  a  high  frequency  Ronchi  grating 
from  a  silicon  wafer  to  the  surface  of  a  test  specimen  for  moire  interferometric  analysis 
has  been  demonstrated.  The  main  advantages  of  this  approach  over  the  more  conventional 
approach  of  transferring  an  interferometr ical ly  generated  grating  are  that  sensitivity  can 
be  varied  by  working  with  higher  diffraction  orders,  and  that  gratings  of  nearly  any  shape 
and  size  can  be  generated  and  transferred  to  the  specimen. 

In  addition,  the  use  of  digital  image  processing  and  computer  analysis  has  been  shown  as 
an  alternative  to  optical  superposition.  The  major  advantage  of  this  approach  over  the 
more  conventional  optical  method  is  that  with  a  knowledge  of  the  initial  carrier  pattern, 
the  sign  as  well  as  the  magnitude  of  the  displacement  vector  is  uniquely  determined. 

Future  research  will  involve  combining  the  new  grating  and  transfer  process  with  computer 
vision  systems  to  automatically  measure  three-dimensional  displacements,  thereby 
significantly  enhancing  and  extending  the  moire  interferometric  technique. 
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